We present state-of-the-art high resolution transmission gratings, applicable for spectroscopy in the vacuum ultraviolet (VUV) and the soft Xray (SRX) wavelength range, fabricated with a novel process using ultraviolet based nano imprint lithography (UV-NIL). Free-standing, highline-density gratings with up to 10,000 lines per mm and various space-toperiod ratios were fabricated. An optical characterization of the gratings was carried out in the range from 17 to 34 nm wavelength using highharmonic generation in a capillary waveguide filled with Ne, and around 13.5 nm wavelength (from 10 to 17 nm) using a Xenon discharge plasma. 1994-1997 (1993) 
Introduction
The wavelength band from the vacuum ultra-violet (VUV, 200 to 10 nm) to the soft-x-ray range (SXR, 20 to 2 nm), also referred to the XUV band, is highly relevant for a number of important applications and research fields. These include fluorescence analysis of materials in the SXR band [1] , high resolution photolithography in the XUV [2, 3] , research at free electron lasers in the SXR band [4] , and XUV space research [5] . The spectral analysis of radiation in these wavelength ranges requires dispersive elements with adequate spectral resolution. XUV spectrometers based on transmission gratings [6] are of significant relevance because they offer a number of important advantages, such as compactness and ease in alignment at normal incidence, compared to reflective gratings which use grazing incidence. Due to the free-standing geometry, light is transmitted directly through the open space between the lines of the grating. Therefore, the transmitted power spectral density is approximately independent of the wavelength, which eases calibration. Combining transmission gratings with, e.g. back illuminated CCD cameras, compact and easy-to-operate XUV spectrometers can be built.
To accommodate for a specific application, the line density of a transmission grating needs to be tailored to provide sufficient spectral resolution in the wavelength range of interest. For instance, to characterize an XUV light source emitting at around 13.5 nm or 6.8 nm, it turns out that extremely dense gratings near current nanofabrication limits are required due to the short wavelength. Specifically, grating periods in the order of 100 nm (i.e. 10,000 lines per mm) are required to achieve a resolution of at least a few tenths of nm. To maximize the free spectral range, undesired diffraction orders need to be suppressed by choosing an appropriate space-to-period ratio. This imposes strict demands regarding the fabrication accuracy of the space-to-period ratio. Furthermore, it needs to be considered that fabrication of narrow lines implies that the thickness of the lines is small as well. This can lead to an undesired residual transmission of light through the lines, which reduces the contrast of the grating transmission function. As a result, the fabrication of free-standing transmission gratings with high line density, accurate space-to-period ratio and appropriate line thickness is extremely challenging even with state-of-the-art nanolithography. The current fabrication methods for high-density transmission gratings include electron beam lithography (EBL) [7] and interferometric lithography (IL) [8, 9] . However, EBL provides a relatively low throughput, while IL has a limited resolution.
In this paper, we apply UV based nano imprint lithography (UV-NIL) using a lift-off and back etch process to fabricate the gratings. This fabrication method has been shown to obtain high resolution and highly reproducible nanometer-scale structures [10] . Furthermore, the resolution is comparable to the high resolution of electron beam lithography, however, with much higher throughput in fabrication. Essential for the development of the overall grating fabrication process and the associated costs is the relatively fast and straightforward parallel printing nature of NIL. The latter allows fabrication of many slightly different gratings in a single step, which facilitates the optimization for the various lift-off and back etch processes with the goal to improve the quality of the fabrication process. Once optimized, this feature also allows the fabrication of a set of gratings with different line densities in a single batch.
This paper describes the first fabrication and optical characterization of free-standing, high-line-density gratings based on UV-NIL. The optical characterization is important for quantifying the relative strength of higher diffraction orders, particularly the second order, which depends on imperfections in fabrication that might lead, e.g. an asymmetric space-toperiod ratio. Such imperfections in grating features cannot be observed via a morphological analysis alone, such as based son Scanning Electron Microscopy (SEM). An optical characterization is also important for evaluating the spectral resolution that can be achieved. The characterization requires XUV sources with appropriate spatial and spectral coherence. Here we use an XUV sources. The first is based on high harmonic generation (HHG), which offers a high spatial coherence and a well-structured spectrum comprising a distinct and known set of wavelengths across the entire range from 17.5 nm to 40.5 nm. The second source is based on a Xenon plasma emitting in the range around 13.5 nm.
In the following Sect. 2, we describe the experimental setup in which the gratings were characterized, and we present the design criteria and the fabrication method for the transmission gratings. In Sect. 3, we discuss the results obtained with the optical characterization. Special emphasis is put on the comparison of gratings that differ in their space-to-period ratio but possess the same grating period, and on measuring the experimental resolution for a comparison with the theoretically expected values. Figure 1 (a) gives an overview of the transmission grating spectrometer setup, which comprises an incident beam (here from a high harmonic source or a plasma source), an entrance slit and a transmission grating. The diffracted light falls on a detector, which is the chip of a back-illuminated CCD camera (Andor, DO420-BN). The advantages of such setup are that the spectral range and spectral resolution can be adjusted easily via the distance from the grating to the detector, that a relatively high first-order diffraction efficiency is achieved, and that the diffraction efficiency is nearly independent of the wavelength. Figure 1(b) illustrates the front view and cross section of one of the transmission gratings. It can be seen that the overall grating dimension is 4 mm × 1 mm, divided up into 2666 separate areas (five areas are shown schematically), each being 1200 nm high, separated by 300 nm wide support bars. The support bars are required for the mechanical stability of the grating in view of its large area. The actual line structure of the grating shown in Fig. 1 In the following, to prepare for comparison with experimental data, we briefly recall some basic relations describing diffraction at a grating. We assume that the grating-detector distance, R, is much larger than the space between two grating lines, a, which is fulfilled here. For a plane wave that is normally incident on the grating, the diffraction angle for a wavelength λ is given by the well-known grating equation
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where d is the grating period, α is the diffraction angle and m is the diffraction order. As can be seen from Eq. (1), when an incident beam with a wide range of wavelengths is incident on the grating, the spectra belonging to neighboring orders may partially overlap. The spectral width across which overlapping does not occur is known as the free spectral range. To maximize the free spectral range, the power diffracted into orders bigger than one is desired to be minimal. A limitation of the spectral range that can be observed towards long wavelengths, thereby limiting the free spectral range as well, is given by the detector size and geometry as
where D is the transverse dimension of the CCD chip and where R is the grating-detector distance. To cover the part of the XUV band that is of interest here, i.e. the wavelength range to be covered by our HHG source (from 17.5 nm to 40.5 nm) and the range to be covered by the Xe plasma source (10 nm to 17 nm), a free spectral range from 10 nm to 40.5 nm is required. For our setup, where D = 26.6 mm and d = 100 nm (with m = 1) we have chosen R = 60 mm, which yields max λ = 40.5 nm. Importantly, with this combination of incident wavelengths, grating period and geometry (D/R), it should become possible to observe the first-order and second-order diffraction simultaneously for wavelengths between 17.5 nm and 20.25 nm. Thereby the second-order diffraction efficiency and the degree of suppression of second-order diffraction vs. grating geometry (i.e. space-to-period ratio) can be easily quantified, as will be described in detail below.
To calculate the efficiency for the various diffraction orders, we begin with considering opaque grating lines and use a model [11] based on Kirchhoff's diffraction theory in the Fraunhofer approximation [12] . We note that considering the lines as fully opaque, as if made from a perfect metal, is done here only as an approximation. To account for the finite transmission of real metals in the XUV, we later replace the approximation and also model the grating with partially transparent lines [Eq. (5) The model is further simplified by using a one-dimensional analysis with the assumption that the grating consists of very long equidistant parallel slits. We hereby neglect the secondary interference pattern introduced by the grating support bars that extends vertically in Fig. 1 (a). With these approximations, the diffraction efficiency, η m, , of the m th order is given by [11] 2 sin( ) .
The ratio of power in the m th order with regard to the first order is then obtained as
From Eq. (4) it can be seen that choosing a symmetric grating characterized by a space-toperiod ratio, μ = a/d = 0.5, we obtain 2/1 0 T = . This corresponds to the ideal case that the 2nd order is fully suppressed, thereby effectively doubling the free spectral range. What can be seen from Eq. (4) as well, valid when the grating lines are completely opaque, is that the calibration of the optical power spectral density of the grating is straightforward because the diffraction efficiency of the first and all higher orders would be independent of the wavelength. However, the lines of the grating investigated here might not be completely opaque due to their small thickness which is the result of a limited aspect ratio in etching narrow lines. In the wavelength range considered here the absorption lengths for the materials used (Si 3 N 4 , Au, and Cr) lie in the range between 1 and 10 nm. The residual transmission of light which propagates through the grating lines, and the wavelength dependent phase shift of that light, will lead to a diffraction efficiency that is not spectrally flat, which would have to be taken into account in an accurate spectral calibration of the grating. In order to predict in how far such effects would play a role for the gratings with our dimensions and to justify additional fabrication steps that could avoid these effects, we look at the first-order diffraction efficiency versus wavelength for a grating with partially transmitting lines [11] ( ) ( 
Here n = n 1 + in 2 is the complex, wavelength-dependent refractive index of the grating line material, z 0 is the thickness of the grating lines and the μ is the space-to-period ratio defined above. The red curve in Fig. 2 shows the first-order diffraction efficiency, calculated with Eq. (5) for a symmetric (μ = 0.5) Si 3 N 4 grating with z 0 = 200 nm thick lines, which we consider a safe but lower limit of thickness in terms of fabrication. The complex index of Si 3 N 4 is taken from [13] . It can be seen that the diffraction efficiency lies around an average value of 10% and that there is indeed quite some spectral variation, particularly in the wavelength range between 13 and 30 nm. To predict whether this undesired effect can be minimized with an additional absorbing layer, we also calculated the spectral response of the Si 3 N 4 grating for the case that a more strongly XUV absorbing Au/Cr bilayer of 70/12 nm is deposited on top. The calculation is based on Eq. (5) again, where the sequential transmission through the materials (Si 3 N 4 , Au, Cr) was modeled via adding their respective absorbance in the exponentials and via adding their respective phase shifts in the cosine argument. The complex index data were taken from [13] . The first-order efficiency of this grating with increased line opacity is shown in Fig. 2 as the black curve. It can be seen that a much more uniform spectral response is obtained with only a 2% variation around the 10% average. As another important characteristic we consider the spectral resolution [14] ,
which is determined to a first part by the geometrical resolution (first square term) and to a second part by the dispersive resolution of the grating (second square term). The geometrical resolution takes into account the finite diameter of the source, ΔS , the width of the aperture, A, the width of a CCD-pixel, p, the distance between the source and the grating, R s , and the distance between the grating and the detector, R. We note that K corresponds to the full width at half-maximum for the convolution of A across p [15] . Equation (6) shows that the achievable spectral resolution depends not only on the parameters of the spectrometer setup, but also on the source, via ΔS and R s , which will be discussed later in Sect. 3.
Fabrication of gratings
In the previous section, we have given an example of the desired parameters for the 10,000 lines mm −1 gratings which are based on fabrication with a 200 nm thick grating lines made from Si 3 N 4 with an Au/Cr bilayer of 70/12 nm on top and a space-to-period ratio of μ = 0.5. Here we describe the fabrication of such gratings using the following lithographic technique. Firstly, a layer of 200 nm Si 3 N 4 is deposited on a 400 μm thick Si wafer. The wafer material is to be removed later except for a frame and the 300 nm wide bars to support a free-standing membrane. Si 3 N 4 is chosen because this material allows the fabrication of high quality membranes with low and well-controlled internal stress. For defining the grating patterns, we apply UV based nano imprint lithography (UV-NIL) using a single imprint template comprising 21 individual gratings placed over a total area of 16 x 16 mm 2 . The different gratings possess line densities of 500, 780, 1000, 1500 and 1850 mm −1 , and from 2000 to 10,000 mm −1 in steps of 1000 mm −1 . Each grating has a free-standing area of 4 mm height and 1 mm width. The imprints were carried out on an Imprio 55 device (Molecular Imprints, Inc.).
The fabrication process is shown in Fig. 3 . First, the substrate is spin-coated at 3000 rpm with a 100 nm thick water solvable transfer layer (UL-300 from Micro Resist Technology GmbH) and then baked at 150 C for 120 s on a proximity hot plate. In the imprint machine, the imprint resist is dispensed on top of the transfer layer [ Fig. 3(a) ]. The template is then pressed into the imprint resist with a force of 3 N at room temperature. After spreading, the imprint resist is cured with a 3 s UV exposure through the transparent template while the template is still in contact. After that, the template is detached leaving its negative shape in the hardened imprint resist. The patterned layer shows a feature height of 100 nm and a residual layer of 35 nm [ Fig. 3(b) ]. In the next step, a planarization layer of 160 nm hydrogen silsesquioxane (HSQ), XR-1541 6 (from Dow Corning), is deposited by spin coating on top of the imprinted feature [ Fig. 3(c) ]. After getting a planarized surface the etch-back of the top layer of HSQ, followed by a pattern transfer through the residual imprint resist and transfer layer [ Fig. 3(d) ], is carried out using a two-step Reactive Ion Etching (RIE) process in fluorine and oxygen-based plasma. The planarization and etch back RIE process offers very high critical dimension (CD) control as well as a small sidewall undercut as needed for a liftoff process. An XUV absorber layer of Au (70 nm) followed by an etch mask layer of Cr (12 nm) is deposited by metal evaporation using an electron beam deposition tool [ Fig. 3(e) ]. Then, lift-off to form the top absorber layer and the etch mask for patterning the Si 3 N 4 layer is carried out by dipping the sample into deionized water in an ultrasonic bath [ Fig. 3(f) ]. The openings for the single gratings of 1 mm x 4 mm on the back side are defined by optical lithography followed by a fluorine-based RIE of the Si 3 N 4 layer on the backside and a 4 hours wet etch process in potassium hydroxide (KOH) removing the bulk silicon and stopping on the top Si 3 N 4 layer [ Fig. 3(g) ]. The final step in the fabrication of the grating is to etch through the Si 3 N 4 membrane using the Cr layer as a etch mask in the same fluorine-based RIE [ Fig.  3(h) ]. For the highest line density of 10,000 lines mm −1 , we have fabricated five different gratings to which we refer as G1, G2, G3, G4 and G5 with a grating space-to-period ratio of μ = 0.45, 0.50, 0.50, 0.50 and 0.55, respectively. The motivation for fabrication of multiple gratings with the same μ−values (G2, G3, G4) is to obtain a measure for fabrication reproducibility. Different μ-values (G1, G2/G3/G4, G5) have been fabricated as well, in order to increase the chances for realizing an optimized grating with a maximally suppressed second diffraction order. In spite of intrinsic fabrication errors, this approach is relatively cost effective with our NIL fabrication method because all of the five gratings are available on a single imprint template and can be fabricated all at once in a single process.
In order to find out how close to specifications our gratings are, we started characterizing the gratings with recording SEM images. Figure 4 shows, as an example, a SEM image of grating G3 (design goal μ = 0.5). It can be seen that the grating is highly periodic as desired, and that the width of the grating lines is rather uniform. The SEM images of the other gratings (G1, G2, G4, G5) exhibit similarly high periodicity and uniformity. A quantitative evaluation of the fabricated average space-to-period ratio, μ , of the gratings is carried out by measuring 30 different sampling points (space-to-period ratios) from each of their corresponding SEM image. The evaluation reveals that, for all the gratings, μ is close to the intended design ratio, μ, with a standard deviation around σ = 0.04, as shown in Fig. 5 . To obtain a measure for fabrication reproducibility of different gratings with the same design goal, we calculated the standard deviation from the measured μ −values of the gratings G3, G4 and G5 (μ = 0.5). This yields a value of 0.02, corresponding to a reproducibility of 4 nm for the width of the grating lines. 
XUV optical characterization and discussion
For an optical characterization we used two different XUV sources. The first is based on high harmonic generation (HHG) which is available in table-top scale and easily accessible as compared to, e.g. a synchrotron source. The HHG output possesses an excellent spatial coherence resulting in a low divergence beam (~0.1 mrad), and it offers a well-structured spectrum comprising a distinct set of known wavelengths. The radiation is generated via a highly nonlinear optical process that produces ultrashort pulses with a broad spectrum including XUV radiation, obtained by focusing ultrahigh intensity infrared laser pulses into a gaseous medium, typically a noble gas [16, 17] . The experimental setup for the XUV source is schematically shown in Fig. 6 . To drive the HHG, we employ a pulsed Ti:Sapphire infrared (IR) laser with 780 nm center wavelength at 1 kHz repetition rate (Legend Elite Duo HP USP, Coherent Inc.). The duration of the IR laser pulses is 39 fs with a pulse energy of 6.5 mJ. A 67 mm long capillary-waveguide with a 508 μm wide inner diameter is mounted in a vacuum chamber and is filled with Ne gas at 40 mbar. For mode matching the drive laser beam to the lowest order waveguiding capillary mode, we use a focusing mirror with a focal length of 2.5 m. Taking into account the coupling efficiency of the IR laser radiation into the capillary, the peak intensity launched into the waveguide is 2.6 × 10 14 W/cm 2 . The cut-off wavelength of HHG, which is the shortest wavelength that can be generated [18] , decreases with increasing drive laser intensity and ionization potential of the used type of noble gas. In order to observe the first-order and second-order diffraction simultaneously for wavelengths between 10 nm and 20.25 nm, we chose to use the noble gas Ne due to its relatively high ionization potential, 21.6 eV. With the cut-off law [18], we determine theoretically that the obtainable cut-off wavelength from the high harmonic source is 17.5 nm (45th harmonic order), which is suitable for the experiments. Behind the capillary, we let the high harmonic and drive laser beams co-propagate over a distance of 9 m, for reducing the drive laser intensity by diffraction. The drive laser beam is then blocked by a set of two Aluminium (Al) filters placed in series, each of them 200 nm thick. The XUV radiation is sent to the transmission grating spectrometer [see Fig. 1(a) ] for spectral measurements. The Al filters also act as a bandpass for XUV radiation, limiting the spectral transmission of the path to the CCD detector to a range from 16 nm to 40 nm. This range is, however, sufficient to detect all the relevant output wavelengths of the harmonic source. For a first step of optical characterization of the gratings, we have recorded series of spectra of the HH beam, using the five different gratings G1 to G5. Figure 7(a) shows an example of such spectral measurement, in this case performed with G3. The measurement shows that the grating is resolving the various high order harmonics; that only odd harmonics are generated is a typical characteristic of such a source. The highest harmonic order that we observe in the spectrum is the 45th harmonic order at a wavelength 17.5 nm, which matches very well with the theoretical value for the cutoff wavelength.
With the geometry of our setup, the second diffraction order for harmonic orders lower than the 39th is not measurable as they fall out of the detector image range (λ max limited by D in Eq. (2)]. However, although the intensity of the second-order diffraction peak is small [as was actually intended via choosing μ = 0.5), there are several harmonic orders (from 39th to 45th) of which we can record the first and second diffraction order simultaneously. This simultaneous appearance, resulting from our choice of suitable parameters (Ne-gas, peak intensity of 2.6 × 10 14 W/cm 2 , grating period, d = 100 nm, D = 26.6 mm and R = 600 mm), is what enables to extract the ratio of 2nd to 1st order ratio of diffraction efficiency, η 2 /η 1 = T 2/1 , and compare it with the theoretically expected value that should depend on μ . Ratio of the second to first order diffraction efficiency measured at the 39th harmonic order (λ = 20 nm) for five different gratings (black circles), second to first order diffraction efficiency calculated for a one-dimensional grating structure using Eq. (4) (dashed line) and Eq. (7) (dotted line), and for a two-dimensional grating, i.e. taking into account the finite thickness and also layered structure of the grating lines, based on a rigorous coupled wave analysis (solid line).
The spectra recorded with the five gratings show rather similar characteristics except for the relative height of the second-order diffraction peaks. The latter is quantified in Fig. 7(b) , where the experimental values of T 2/1 for the gratings (G1-G5) with different μ ratio are plotted as black circles. The values T 2/1 are obtained by taking the ratio of the spectrally integrated counts of the first and second diffraction orders for the 39th harmonic order (20.25 nm). This order is selected because it provides the highest signal in the 1st and 2nd diffraction order compared to the other harmonic orders. We now compare, as a first step, the experimental values of T 2/1 with the simple Fraunhofer theory for a one-dimensional grating as given in Sect. 2.1. For this case we take Eq. (4) with m = 2, which is plotted in Fig. 7(b) as the dashed curve. It can be seen that one of the experimental data points matches well with theory but that the other data deviate noticeably. To investigate whether fabrication imperfection is the cause for deviation, we have recalculated the ratio T 2/1 , however, by taking into account the distribution of μ -values that are found in the fabricated gratings. For a quantification we have used a Gaussian distribution as weighting factor for Eq. (4). The fabrication error averaged efficiency ratio is then given by
where the first bracket in the integral represents the Gaussian distribution function and the second bracket is taken from Eq. (4) for m = 2. The dotted curve in Fig. 7(b) shows a calculation of T 2/1 vs. μ using Eq. (7) with σ = 0.04 which is the standard deviation obtained from the SEM images averaged over the five available gratings. We observe that the dotted curve yields a slightly higher T 2/1 ratio as compared to the dashed curve, yet, having taken into account the experimental fabrication error via an averaging does not well explain the experimental T 2/1 values. We believe that the poor match of both the curves obtained with Eqs. (4) and (7) Fig. 7(b) . It can be seen that this solid curve shows a much better agreement with the measurement values than was obtained with Eqs. (4) and (7). We note, although T 2/1 is weakly wavelength dependent, that there is no significant change (less than 0.5%) within the finite spectral bandwidth of the considered harmonic. We assume that the remaining discrepancies are due to an unknown tilt-angle of the incident beam [20, 21] or due to a slightly trapezoidal profile [22] that may have been caused in fabrication. The analysis and control of the actual grating cross sectional geometry as well as the tilt angle would require further investigation which is beyond the scope of this paper. Nevertheless, the shape of the RCWA theoretical curve reveals that the T 2/1 does not vary very strongly as the μ ratio deviates from the ideal value of 0.5. An according experimental verification might therefore require the fabrication of gratings with a wider range of μ ratios. We note that the measured T 2/1 ratios for our gratings are considerably lower than what have been achieved with other high-density transmission gratings based on a different fabrication method [23] . Thus, the UV-NIL method used in the fabrication of our gratings appears to deliver a greater accuracy in the space-to-period ratio compared to other methods. The measured spectra enable another important investigation, which is the comparison of the experimental spectral resolution provided by the grating spectrometer, Δλ ex , with the theoretically expected resolution, Δλ th , according to Eq. (6). The evaluation of the equation requires some assumption on the diameter, ΔS , of the high harmonic source area because a direct measurement is difficult. We estimate a source diameter of ΔS = 35 µm, using a divergence measurement (beam diameter of 7 mm at a distance of R s = 9 m) and assuming that the high harmonic radiation propagates as a Gaussian beam. We note that this assumption describes diffraction limited beam propagation and therefore yields a lower limit for the source diameter. Using ΔS = 35 µm and inserting the source and detector distances and the size of the aperture used in our setup (R s = 9 m, R = 120 mm, and A = 100 μm, p = 26 μm, respectively) we obtain Δλ th = 0.09 nm for the range between 17.5 and 40.5 nm wavelength.
Retrieving the experimental spectral resolution, λ ex , from the high harmonic spectrum in Fig. 7(a) requires deconvolving from the spectral width, w q , of a single maximum in Fig. 7(a) the spectral bandwidth of the corresponding harmonic radiation, Δ q λ . The strongest peak in Fig. 7(a) , which belongs to the 37th harmonic near λ = 21 nm, shows a FWHM of w 37 = 0.13 nm based on a Gaussian fit. For determining the smallest possible spectral bandwidth of the 37th harmonic we apply a Fourier argument. The maximum possible duration of emission at a high harmonic frequency is that of the drive laser pulse, however, the real limit lies at some shorter duration, for instance a factor of 0.7 shorter was observed in [24] . Using the drive laser and focusing parameters given above, with the peak intensity of 2.6 × 10 14 W/cm 2 and assuming a Gaussian temporal profile for the pulse duration of 39 fs (FWHM), we estimate the duration of the 37th harmonic with the following considerations.
The duration corresponds to the time interval of the drive laser pulse from the earliest moment of emission until phase matching is lost due to a critical level of ionization. The emission starts when the drive leaser reaches the cutoff intensity [18] calculated to be 2.0 × 10 14 W/cm 2 , which is reached at 11 fs before the peak intensity. It shows that the generation process is not terminated by ionization because the critical ionization fraction [25] of 0.19% for Ne gas is not reached in our case (our ADK model calculations [26] yield an ionization of only about 0.05%). From this we conclude that the emission of the 37th harmonic terminates only when the drive intensity drops below the cutoff intensity again, which is at 11 fs after peak intensity. This yields an estimated pulse duration of the harmonic, τ 37 = 22 fs. Assuming a Gaussian pulse shape, we obtain a Fourier limited spectral bandwidth of the 37th harmonic of Δ q λ = 0.03 nm. This is a lower-limit value because any chirp or shorter duration of the harmonic would yield bigger values.
The deconvolution, assuming Gaussian line shapes then yields an upper value for the experimental resolution of λ ex < 0.13 nm. This value compares well with theoretically predicted value of 0.09 nm, when taking into account the remaining uncertainty in the source diameter and HH radiation bandwidth as named above. To characterize the spectral resolution of our grating spectrometer also in combination with EUV sources of direct relevance for EUV lithography we used a second source which is based on a Xenon plasma generated by a discharge [27] . The setup is analogous to Fig. 1(a) , with ΔS = 570 μm, A = 25 μm, p = 13.5 μm, R = 60 mm and R s = 1.5 m. Figure 8 shows a spectrum of the plasma source measured with our spectrometer over a range from 10 nm to 17 nm. Compared to the high harmonic source, the spectrum exhibits a higher complexity with partly overlapping lines, but the advantage is the much stronger average output power at 13.5 nm. The spectral features that we selected for an evaluation are the two peaks at 16.15 nm and 16.5 nm (Xe IX 4d-5p transitions [27]) because these two peaks are almost non-overlapping. Using a decomposition into two Gaussian peaks [see inset in Fig. 8] , we obtain a FWHM of about w Xe1 = 0.21 nm for the first peak at 16.15 nm and w Xe2 = 0.24 nm for the second peak at 16.5 nm. To obtain the experimental spectral resolution, λ ex , we select the narrower peak, w Xe1 for deconvolution with the spectral bandwidth of the corresponding Xenon radiation, upper value for the experimental resolution of λ ex < 0.17 nm. For comparison we insert into Eq. (6) the experimental parameters and obtain Δλ th = 0.11 nm which is well consistent with the experimental resolution.
In summary of the resolution measurements, using as an XUV source both HHG and a Xe discharge plasma, we find a spectral resolution that is close to the theoretically possible value. From this we conclude that the UV-NIL based fabrication method demonstrated here indeed provides high-density XUV gratings with superior quality. Furthermore, the XUV source based on HHG has shown to be an excellent source for optical characterization of such gratings for its unique features, namely, the well-separated odd harmonics and the narrowbandwidth of the individual harmonic order.
Conclusion
We have fabricated high-line-density transmission gratings for the XUV range using a nanoimprint lithography (NIL) method. The fabrication process is robust and reproducibly delivers high line-density gratings. SEM inspection shows space-to-period ratios in the range of 0.48 to 0.62 close to the intended ratio of 0.5 and a high degree of reproducibility, in the order of 4 nm for the width of gratings lines. The quality of the transmission grating was optically characterized by measuring emission spectra from a HHG-based and a plasma-based EUV source. The results show that the measured ratios of the second to first order diffraction efficiency, T 2/1 , are as low as desired, in the range of 0.1 to 0.15, as compared to the almost four-times higher values around 0.37 that were reported for other gratings [23] . The optical characterization using the HHG source has shown a grating resolution with an upper-limit of 0.13 nm which matches the theoretically expected value of 0.09 nm. In summary, the fabrication method applied here proves to be very suitable for providing high quality, highdensity transmission gratings for applications in the XUV range.
